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‘SOURCE: Tokyo, Japan, 


| DVPORTANCE: Not previously reported. | 


_- DESCRIPTION: These forceps are made of bamboo and are 8 1/2 


ore - inches 4n length; 


’ 


COMMENT: The forceps are proba xiy for laboratory use as they 
cannot be sterilized propwly. ‘The distinct dizedvantages 


. 
i 


are that they would catch fire sani and are difficult 


to keep clean, 


PHOTOGRAPHS: Fiz l. Forceps, Gauge, Wooden, 


